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. MISSOUR!I DEPARTMENT OF HEALTH
e # STATE PUBLIC HEALTH LABORATORY
%Y DATAMASTER MAINTENANCE REPORT GHQ Academy

Complete this repor! in duplicate at the ime of the regular monthly prevenlive mainienance check, and whanaver Instrumont
Is repaired, Send copy lo Departiment of Health; retaln originaf in department {iie.

DATAMASTER SN DAYE OF INSPECTION
204102 6/2/2009
LOCATION OF INSTRUMENT {STHEET AND €ITY) TIME QF INSPEGTION
1510 E. Elm St., Jefferson City 15:11

CHECKLIST: Place a chack {v) to the loft of each item if lound to be sallsfaciory or If operating within established Hmits, {Writa
in observed values where datermined.) Unchecked items must be corrected befors using lnstrament.

DIAGNOSTIC GHEGK (PRINTOUT ATTAGHED)

COMPUTER W] DETECTOR

¥ PROGRAM FILTERS

W] HEATERS SAMPLE CHAMBER  +50°C /] QUARTZ STANDARD
FLOW DETECTOR ¥} CALIBRATION

M| PUMP HIGH SPEED | PRINTER

INDICATCR LIGHTS

TIME AND DATE 13115 6/2/2000

SIMULATOR TEMPERATURE (34°C £ 0.2°C) +34.13°C

/] CALIBEATION CHECK -
Run thrée tests using a slandard solutlon, Al three tesls mus! be within ;L 5% of the siandard valus and must have a
spread of .005 or less. Gheck the box corresponding o the slandard solulion being used. (PRINTOUT ATTACHED) {USE
RECIRCULATION PUMP)

0.100% STANDARD - MUST READ BETWEEN 0.095% and 0,105% INCLUSIVE
[7] 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD I8 TO BE USED PER MAINTENANCE REPORT)

TESTY ™ .0u8 JEST2 W .099 TESTS ™ 089

PERFORM R.F.l. TEST {(PRINTOUT ATTACHED)

NUMBER OF REFUSALS, SINCE LAST MAINTENANGE REPORT, AND NUMBER OF BAEATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS © I{G-.O‘i) 0 ’(.05-.09) o ’(.10-.14) 0 {.15-.19) ] (Over .19} 4]

List any new pasts and describe any alteration or modification that was made lo reslore the instrument to operate satisfactorily
and within established limifs (use other side if necessary)
Upgraded frmware from 12-15-1993 to 04-07-2008. Reset time of Instrument {DST),

Guth Laboratories, lot #08340, exp
INSPECTING QOFFICER " " )

iring 10/15/2009 _

SIGHATURE PAINT HAME
> Ak lﬁ}\ Dewayne D. Carver
TYPE It PERM) | NUMBER? o i TELEPHONE NUNBER
10/20/2009 (573) 751-4722
KO 6901488 (9-H4) AN EQUAL GFPORTUNITYASF:AMATIVE AGTION EMPLOYER iab.-198

Beivious provised o 4 nosdiscrimisuiony bary




®
AI& GUTH LABORATORIES, INC.

530 NORTH 67th STREET » HARRISBURG, PA 17111- 4511 » YELEPHONE: 717-584-5470

1

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 08340 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0.1211 percent
(w/vol) ethyl alcohol. The expiration datc for this lot
number is October 15, 2009 at 11:59 PM,

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.10 percent BAC,

The alcoh-. and waler used in this solution were

free of test interfering substances.

< 7

Ted I.. Pauley, President
GUTH LABORATORIES, INC,




FACE THIS SIDE DOWN - THIS EDGE IN FIRST
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FACE THIS SIDE DOWN - THIS EDGE IN FIRS FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster BAC DataMaster
Evidence Ticket ' Evidence Ticket
. BACMDBTAMRETERATEREEGHMENEEATROM 1 52 \ .. MISSOURI STATE HIGHWAY PRTROL
G5..84,/69 g BAC DATAMASTER SERIAL HUMBER 264162
§ - : 66/84./09 .
TESTING OFFICER: ARREST TIME: 0o:0@
' CARVER/DEWAYHE/D SHEJECT NAME:
* UFFICER 1.D.: Cai ' X
. PERMIT MUMEER: 728019 | 7 nome-sleniset COSEM: M
. EXPIRATION DATE: 16-2%/69 : STATEADiL.t MR
MISCELLANECUS DATH: : o - ARRESTING OFFICER!
.18 YAPOR CALIBRATION CHECK - . : X
BUTH LABS LOT @8345 EXF 16/15/2089 CCOFFICER 1.0t ¥
)  TESTING OFFICER:
~~~ SUPERYISOR MODE ~-- - . CARYER/DEWAYMESD
o _ OFFICER 1.D.: C41
BLANK TEST . BIEHE 15114 - . PERMIT NUMEER: vapele
'INTERNAL STANDARD VERIFIED i5:14 - - EXPIRATION DATE: 18-2%/0%
CERTERNAL STRHDARD D3 15:14 | MISCELLANEOUS DATAE
"BLANK TEST . 868 1515 . RFI TEST
“EXTERNAL STANDARK .99 15815 o
- BLAMK TEST .88 15t16 L ——— BREATH AMALYSIS ———
. EXTERNAL STAMDARD L B9 s | o -
BLANK TEST . .@0e8 ST - 'BLAMK TEST _ .o@a i5:18
T , ' INTERNAL STANDARD . MERIFIED  15:1%
H'='3 . 'SUBJECT =AMPLE . B 15519
SIM. = .1 ~TTTRADIN IMTERFERENCE -
AV, = .B984 . . ek




‘State of Missouri
DEPARTMENT OF HEALTH

PERMIT
CTYPE I

DEWAYNE D. CARVER

-is hereby authorized to instruct and supervise operators, train Instructors, Inspect,
- calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcohollc content of blood from a sample of expired (alveolar)
air. Issued under the provisions of sectlons 577.020 through 577,041, RSMo 1986,

o NO2ON0T 0 o e el

" Direclor of State Publlo Heallh Laboratory ~ .

R Directer, Dapartment of Health ~ .

MO 580-0771 (7-85) 1 Lab. 4 {R7-88)




